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Abstract— In this paper, we presented the design and 
development of a new integrated device for measuring heart rate 
using fingertip to improve estimating the heart rate. As heart 
related diseases are increasing day by day, the need for an 
accurate and affordable heart rate measuring device or heart 
monitor is essential to ensure quality of health. However, most 
heart rate measuring tools and environments are expensive and 
do not follow ergonomics. Our proposed Heart Rate Measuring 
(HRM) device is economical and user friendly and uses optical 
technology to detect the flow of blood through index finger. Three 
phases are used to detect pulses on the fingertip that include 
pulse detection, signal extraction, and pulse amplification. 
Qualitative and quantitative performance evaluation of the 
device on real signals shows accuracy in heart rate estimation, 
even under intense of physical activity. We compared the 
performance of HRM device with Electrocardiogram reports and 
manual pulse measurement of heartbeat of 90 human subjects of 
different ages. The results showed that the error rate of the 
device is negligible. 
Keywords- Biomedical; Microcontrollers; Heart Rate 
Measurement; Pulse Detection; Pulse Amplification; Signal 
Extraction. 
I.  INTRODUCTION 
Heart rate indicates the soundness of our heart and helps 
assessing the condition of cardiovascular system [1]. In clinical 
environment, heart rate is measured under controlled conditions 
like blood measurement, heart voice measurement, and 
Electrocardiogram (ECG) [4] but it can be measured in home 
environment also [2]. Our heart pounds to pump oxygen-rich 
blood to our muscles and to carry cell waste products away 
from our muscles. The more we use our muscles, the harder our 
heart works to perform these tasks- means our heart must beat 
faster to deliver more blood. A heart rate monitor is simply a 
device that takes a sample of heartbeats and computes the Beats 
per Minute (bpm) so that the information can easily be used to 
track heart condition. There are two types of methods to 
develop heart monitors- electrical and optical methods. The 
electrical method has an average error of 1 percent and average 
cost of $150.00. The optical method has an accuracy rating of 
15 percent and an average cost of $20. 
The average resting human heart rate is about 70 bpm for 
adult males and 75 bpm for adult females. Heart rate varies 
significantly between individuals based on fitness, age and 
genetics. Endure athletes often have very low resting heart 
rates. Heart rate can be measured by measuring one's pulse. 
Pulse measurement can be achieved by using specialized 
medical devices, or by merely pressing one's fingers against an 
artery (typically on the wrist or the neck). It is generally 
accepted that listening to heartbeats using a stethoscope, a 
process known as auscultation, is a more accurate method to 
measure the heart rate [3]. There are many other methods to 
measure heart rates like Phonocardiogram (PCG), ECG, blood 
pressure wave form [5] and pulse meters [6] but these methods 
are clinical and expensive. There are other cost-effective 
methods that are implemented with sensors as proposed in [7] 
and [8] but they are susceptible to noise and movement of 
subject and artery. 
In this paper, the design and development of a low powered 
HRM device is presented that provides an accurate reading of 
the heart rate using optical technology. The device is 
ergonomic, portable, durable, and cost effective. We 
incorporated the optical technology using standard Light 
Emitting Diode (LED) and photo-sensor to measure the heart 
rate within seconds using index finger. A microcontroller is 
programmed to count the pulse. The heart rate is digitally 
displayed on an LCD controlled by the same microcontroller 
that counts the pulse.  
The organization of the paper is as follows. In Section II, 
we discuss the system overview. Section III describes the 
methodologies by which HRM device works. Section IV shows 
the experimental results. Section V concludes the paper. 
II. SYSTEM OVERVIEW 
In this section, we discuss the system overview like pulse 
detection, signal extraction, pulse amplification, and physical 
properties of our propose HRM device. 
A. Pulse Detection 
A pulse (heartbeat) detector in heart rate monitors consist of 
the two parts: a pulse sensing unit and a heart rate displaying 
unit [4]. Our device uses two red LEDs and a photo-sensor to 
measure ones heart rate through the change of blood 
reflectivity on the index finger. The power transmitted by the 
LEDs is matched with the photo sensor in such a way that the 
resistance will vary within the range of the photo sensor after 
attenuations through the index finger. Since attenuations vary 
depending on the person using the device, our specifications 
assume that the attenuation is, 80 percent, on average, of the 
light transmitted. A resistance network is used with the sensor 
to transform the changes in resistance to the changes in voltage. 
The voltage created varies between 0 and 10 mV with respect 
to each heart pulse. Fig. 1 shows a clip sensor which consists of 
two high intensity LEDs that illuminate the tissue and a Light 
Detective Resistor (LDR) whose resistance changes according 
to the amount of light transmitted from the tissue. 
 
Figure 1.  Finger positioning on the HRM device 
The LED and LDR are mounted in a spring loaded device 
that can be clipped into the fingertip. The light emitted by the 
LED is diffusely scattered through the fingertip tissue. An LDR 
or photo sensor positioned on the surface of the skin on the 
opposite side can measure light transmitted through it. Light is 
absorbed well in blood and weakly absorbed in tissue. Any 
changes in blood volume will be registered since increasing (or 
decreasing) volume will cause more or less absorption. 
Assuming the subject does not move the level of absorption of 
the tissue and non-pulsating fluids remains same. 
B. Signal Extraction 
We used a band pass filter to remove any interference 
caused by ambient light and level detection distortions. The 
filter used will have a cutoff frequency of 2.5 Hz to allow a 
maximum heart rate of 125 bpm to be measured by the device 
with accuracy. This roll off provides an attenuation of 60Hz, by 
23.5dB. The pulse has a –14 dB Signal to Noise Ratio (SNR) 
before it passes through the filter. The pass-band frequencies 
are amplified by a factor of 40 dB with a small signal amplifier. 
We used DC blocking to prevent immeasurable pulses caused 
by a high DC offset from ambient light. 
C. Pulse Amplification 
The extracted signal is analyzed by an amplifier to provide 
a pulse of high amplitude to be fed into the microcontroller 
input. The amplifier detects the peak of each pulse and creates 
a corresponding pulse of high amplitude. This stage of the 
design requires that the amplified and filtered heart pulse signal 
have a SNR of 20 dB to obtain a clean pulse of high amplitude. 
The time between each successive rising of high amplitude 
pulse edge is interpreted by the microcontroller as the period 
between each heart pulse. 
To detect signal amplification an LM358 is used and the 
heart signal is amplified twice after passing through band pass 
filter (Fig. 2). Finally, we get the amplified output that the 
microcontroller uses it as its input and calculates the heart rate. 
 
Figure 2.  Portion of the pulse amplifier circuit [9] 
D. Physical Properties 
The heart rate is displayed on an LCD controlled by a 
microcontroller. As improper finger placement may take place, 
a flashing segment on the LCD will be used to help the user 
identify when a heart rate is measured. A character LCD is 
used to show the formatted result of heart rate. The accuracy of 
our device is controlled primarily by the amount of time used 
to average the pulse rate from the user. The more time used 
means more samples and thus greater accuracy. Our device 
uses a method that has a dynamic time for pulse gathering. The 
pulse is averaged after a set number of pulses are obtained, five 
in our case, by the microcontroller. This allows a better 
distribution of accuracy over the range of pulses that can be 
measured by the device. 
The device operates using a 5 Volt battery source because 
of the small packaging. The battery should last one year under 
normal use; however, this will vary based on the use. Typical 
usage of 15 minutes per day will allow the device to operate for 
two months. The device is designed to operate in a standard 
temperature environment of –300 C to 800 C. The package is 
small and lightweight and hence portable. The final package 
dimensions is no larger than 3.5” x 2” x 1” (H x W x D). Cost 
of HRM device is kept to a minimum to maintain a competitive 
edge with currently available products. A maximum estimate 
for components at this point is $20. This cost is achieved 
through the unique design approach and component selection 
we employed. The physical properties of the HRM device are 
shown in Fig. 3. 
 
Figure 3.  Physical appearance of HRM device
III. METHODOLOGY 
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Once each stage of the design has been simulated to prove 
their unit efficiency, they are integrated and in Fig. 7, the 
working principle is illustrated. 
 
Figure 7.  Working principle of HRM device 
IV. EXPERIMENTAL RESULTS 
The first phase of the device, the optical receiver and 
transmitter, is constructed and tested. The output of the receiver 
is connected to an O-scope to obtain the heartbeat signal. Fig. 8 
shows the heartbeat signal obtained by the device for a person 
using two different channels. 
 
Figure 8.  Extracted heartbeat signal 
A band pass filter is used to filter the noise from the 
heartbeat signal. Fig. 9 shows the output obtained after 
removing the noise in the heartbeat signal. 
 
Figure 9.  Filtered output signal 
Comparing Fig. 9 and Fig. 10, we see that the high 
frequency noise of 120 Hz from ambient lights has been 
filtered out as expected. The filtered signal is required to have a 
SNR of 20 dB or greater, to ensure that the amplifier is able to 
correctly convert the continuous signal to a higher amplitude 
signal form without producing false trigger due to noise. The 
filtered signal has a SNR of approximately 24 dB, and this 
allows the amplifier to properly amplify the heartbeat. This test 
shows that the filter is able to remove high frequency noise 
from the heartbeat signal. 
 
Figure 10.  Amplified output signal 
The microcontroller is programmed to count the number of 
peaks of the input signal in 5 or 10 seconds, and the result is 
further multiplied correspondingly by 12 or 6 to obtain the total 
number of peaks per minute. The LCD is connected to the 
microcontroller and a known frequency pulse signal is fed into 
it. The correct number of peaks per minute value is showed on 
the LCD. When the microcontroller is integrated into the entire 
design circuitry, it is able to count the number heartbeats per 
minute and drive the LCD to display the counted value. 
The performance of HRM device is tested with the output 
of Electrocardiogram (ECG) for 10 patients. The error rate is 
calculated using (1)- 
ܧ ൌ ሾ100 ൈ |ܣ െ ܯ|ሿ ൊ ܣ   (1) 
Here, ܣ ൌ Actual heart rate 
ܯ ൌ Measured heart rate and  
ܧ ൌ Error rate 
The comparison shows that the HRM device has accuracy 
with a mean of 4.31 and standard deviation of 2.87. The 
comparison is shown in Table I. 
TABLE I.  ACCURACY COMPARISON WITH AN ECG. 
Electrocardiogram 
(bpm) 
HRM device 
(bpm) 
Error Rate (%) 
76 78 2.56 
78 78 0 
76 72 5.56 
82 84 2.38 
83 84 1.19 
85 90 5.56 
77 84 8.33 
79 84 5.95 
89 96 7.29 
88 90 2.22 
 
However, this accuracy may defer depending on the 
circumference size of the finger of the user. We also measured 
the error rate depending on the finger size and found that HRM 
works well with medium-sized fingers. The result is shown in 
Table II. 
TABLE II.  ACCURACY COMPARISON WITH DIFFERENT FINGER SIZE. 
Finger Circumference size Error Rate (%) 
Big Finger (3.0”) 15.67 
Medium Finger (2.5”) 4.31 
Small Finger (2.125”) 8.91 
 
The accuracy of the heart monitor is also tested manually as 
we selected 90 human subjects from different ranges of age 
from 3 years to 65 years, and measured their heartbeat 
manually from the pulse and with the HRM device. From Fig. 
10, we see that the difference between actual heart rate and 
measured heart rate is small (e.g., error rate is low). 
 
Figure 11.  Difference between original heartbeat and measured heartbeat 
Fig. 10 shows that the HRM device has average error rate 
of only 4.56 percent and hence depicts its efficiency in 
measuring heartbeats in a cost-effective and ergonomic 
manner. 
V. CONCLUSIONS 
In this paper, the design and development of a Heart Rate 
Measuring device is presented that measures the heart rate 
efficiently in a short time and with less expense without using 
time consuming and expensive clinical pulse detection systems. 
Both analog and digital signal processing techniques are 
combined to keep the device simple and to efficiently suppress 
the disturbance in signals. Simulations showed that heart rate 
can be detected from changes of blood flow through an index 
finger. Experimental results showed that the heart rate can be 
filtered and digitized so that it can be counted to calculate an 
accurate pulse rate. The device is able to detect, filter, digitize, 
and display the heartbeat of a user ergonomically. 
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